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Comparing Canadian and American RBC folate 

 

 

Supplemental Figure 2: Bland-Altman plot of percent difference in RBC folate concentrations 

to compare microbiologic assay by Immulite 2000 immunoassay 

 

 

 

Bland-Altman plot with percent difference. The thin solid line marks the line of identity, the 

thick solid line marks the bias. The mean percent bias was 24% and the dashed lines mark the 

95% limits of agreement (-26% to 75%). 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

-0.4

-0.2

0

0.2

0.4

0.6

0.8

1

200 700 1200 1700 2200

P
e

rc
e

n
t 
d

if
fe

re
n

c
e

 (
R

B
C

 f
o

la
te

 b
y
 I

m
m

u
li
te

 2
0

0
0

 im
m

u
n

o
a

s
s

a
y
  

-
R

B
C

 f
o

la
te

 b
y
 m

ic
ro

b
io

lo
g

ic
 a

s
s

a
y
 )

 /
 M

e
a

n
 o

f 
A

ll

Mean of All (RBC folate [nmol/L])

Identity

Bias (24.4%)

95% Limits of agreement

(-26.2% to 75.0%)


